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Notice

The information in this document has been funded wholly or in part by the U.S. Environmental Protection
Agency (EPA) under Contract No. 68-C0O-0047 to PRC Environmental Management, Inc. This work
supports the Superfundriovative Technology Evaluation Program administered by the National Risk
Management Research Laboratory, Cincinnati, Ohio. This demonstration was conducted under the
Monitoring and Measurement Technologies Program which is managed by the National Exposure Research
Laboratory—Environmental Sciences Division, Las Vegas, Nevada. It has been subjected to the Agency’'s
peer and administrative review, and has been approved for publication as an EPA document. Mention of
corporation names, trade names, or commercial products does not constitute endorsement or
recommendation for use of specific products.
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TECHNOLOGY TYPE: FIELD PORTABLE X-RAY FLUORESCENCE ANALYZER
APPLICATION: MEASUREMENT OF METALS IN SOIL
TECHNOLOGY NAME: TN 9000

COMPANY: TN SPECTRACE
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ROUND ROCK, TX 78680-0800

(512) 388-9100

The U.S. Environmental Protection Agency (EPA) has created a program to facilitate the deployment of infjovativ
technologies through performance verification and information dissemination. The goal of the Envirorfnental
Technology Verification (ETV) Program is to further environmental protection by substantially acceleratjhg the
acceptance and use of improved and more cost-effective technologies. The ETV Program is intended to jpssist ¢
inform those involved in the design, distribution, permitting, and purchase of environmental technologigg. This
document summarizes the results of a demonstration of the Spectrace TN 9000 Analyzer.

PROGRAM OPERATION

The EPA, in partnership with recognized testing organizations, objectively and systematically evalugfes the
performance of innovative tbnologies. Together, with the full participation of thehtemogy developer, the
develop plans, conduct tests, collect and analyze data, and report findings. The evaluations are conductedfaccord
to a rigorous demonstration plan and established protocols for quality assurance. The EPA’s National Hjxposul
Research Laboratory, which conducts demonstrations of field characterization and monitdmirigotges, ’
selected PRC Environmental Management, Inc., as the testing organization for the performance verificatio
portable X-ray fluorescence (FPXRF) analyzers.

DEMONSTRATION DESCRIPTION

of fiel

In April 1995, the performance of seven FPXRF analyzers was determined under field conditions. Each fnalyze
was independently evaluated by comparing field analysis results to those obtained using approved ferem
methods. Standard reference materials (SRM) and performance evaluation (PE) samples also werd used
independently assess the accuracy and comparability of each instrument.

The demonstration was designed to detect and measure a series of inorganic analytes in soil. The prinfpry tar
analytes were arsenic, barium, chromium, copper, lead, and zinc; nickel, iron, cadmium, and antimy wer
secondary analytes. The demonstration sites were located in lowa (the RV Hopkins site) and Washingjton (th
ASARCO site). These sites were chosen because they exhibit a wide range of concentrations for most offjhe tare
metals and are located in different climatological regions of the United States; combined, they exhibit thredjdistinc
soil types: sand, clay, and loam. The conditions at these sites are representative of those environments u I er wh
the technology would be expected to operate. Details of the demonstration, including a data sumngfary an
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discussion of results, may be found in the report entitled “Environmental Technology Verification Reporj| Field
Portable X-ray Fluorescence Analyzer, Spectrace TN 9000 and TN Pb Field Portable X-ray Fluorflscenc
Analyzers.” The EPA document number for this report is EPA/600/R-97/145.

The EPA Method 6200 was tested and validated using the data derived from this demonstration. This meghod m:
be used to support the general application of FPXRF for environmental analysis.

TECHNOLOGY DESCRIPTION

This analyzer operates on the principle of energy dispersive X-ray fluorescence spectroscopy w re th
characteristic components of the excited X-ray spectrum are analyzed directly by an energy proportional spon:
in an X-ray detector. Energy dispersion affords a highly efficient, full-spectrum measurement which enaples the
use of low intensity excitation sources (such as radioisotopes) and compact battery-powered, field ortabl<
electronics. FPXRF instruments are designed to provide rapid analysis of metals in soil. This informatiof] allows
investigation and remediation decisions to be made on-site and reduces the number of samples that fjeed to
submitted for laboratory analysis. In the operation of these instruments, the user must be aware thaj] FPXR
analyzers do not respond well to chromium and that detection limits may be 5 to 10 times greater than con | ention
laboratory methods. As with all field analysis programs, a portion of the samples should be sent to a labofhtory fc

confirmatory analyses.

The TN 9000 is a commercially available instrument that can use up to three radioactive sources and ajjnercut
iodide semiconductor detector for the analysis of metals in soil. Itis field portable, weighing less than 20 pounds
and can be battery powered for up to 8 hours. For this demonstration, the TN 9000’s Soils Application goftwar:
was configured to report concentrations for chromium, iron, nickel, copper, zinc, arsenic, lead, cadmium, afftimony
and barium. Contaminant concentrations are computed using a fundamental parameters (FP) calibratedjplgoritt
included in the analyzer's operations software. The FP calibration does not require site-specific caloratior
standards. The TN 9000 can condnditumeasurements or measure samples in cups. At the time of testirjp, the
TN 9000 cost about $58,000, or it could be leased for $6,000 per month or $3,500 for 2 weeks.

VERIFICATION OF PERFORMANCE
The performance characteristics of the TN 9000 include the following:

» Detection limits: Precision-based detection limits were determined by collecting 10 replicate measurgments
on site-specific soil samples with metals concentrations 2 to 5 times the expected MDLs. The results | ere 1(
milligrams per kilogram (mg/kg) or less for all of the reported analytes except chromium, which was detdfminec
to be 200 mg/kg using the Pesource and 500 mg/kg using the'€dource which was used for the othigr
reported analytes. Values for iron and cadmium were not reported due to an insufficient number of sajnples i
the required concentration range.

Throughput: Average throughput was 8.5 to 10.5 analyses per hour using a source count time of 220 §econd
This rate only represents the analysis time, since different personnel were used to prepare the sampjes.

Drift: This was evaluated using the results of a daily analysis of an SRM which contained quantifiablff levels
of arsenic, barium, copper, lead, and zinc. Over the 18 days of the demonstration, the RSD values for fghe me:
recovery of barium, copper, lead, and zinc were all less than 8 percent. The corresponding value for arflenic w

18.2 percent.

Completeness: The TN 9000 produced results for 1,259 of the 1,260 samples analyzed, resultirjp in a
completeness of 99.9 percent. The remaining sample was lost due to operator error in transferring tfje data

Blank results: During the demonstration, 37 blank samples were analyzed. None of the reported grimary
analytes were detected above the method detection limits. However, iron frequently reported a value gpove tt
MDL after analyzing samples with an iron concentration of greater than 20,000 mg/kg.

Precision: The goal of the demonstration was to achieve relative standard deviations (RSD) less fhan 2(
percent at analyte concentrations of 5 to 10 times the method detection limit. The RSD values for arffimony

EPA-VS-SCM-03 The accompanying notice is an integral part of this verification statement March 1998

iv



arsenic, barium, copper, lead, and zinc were less than 8 percent. The corresponding value for chromiu was |
percent. Values for cadmium, iron, and nickel were not reported because too few samples contafing th
required concentrations were measured.

matched the matrix used to set the fundamental parameters calibration for the analyzer.
Comparability: This demonstration showed that the TN 9000 produced data that exhibitgd@ggdjnear

correlation to the reference data. The coefficient of determinafipwifich is a measure of the degree |pf
correlation between the reference and field data was 0.95 for arsenic, 0.95 for @@k, leadp.93 for

reported due to limited sample data.

Data quality levels:Using the demonstration derived precision RSD results and the coefficient of determfpation
as the primary qualifiers, the TN 9000 produced definitive level data for arsenic, copper, lead, afd zinc
guantitative level data for barium; and data of qualitative screening level for chromium. Values for iron Jpickel
cadmium, and antimony could not be assigned without adequate precision or comparability data.

The results of the demonstration show that the Spectrace TN 9000 can provide useful, cost-effectivgdata fi
environmental problem-solving and decision-making. Undoubtedly, it will be employed in a variety of applitions,
ranging from serving as a complement to data generated in a fixed analytical laboratory to generating datf that w
stand alone in the decision-making process. As with any technology selection, the user must determirjg what

appropriate for the application and the project data quality objectives.

Gary J. Foley, Ph.D.

Director

National Exposure Research Laboratory
Office of Research and Development

NOTICE: EPA verifications are based on an evaluation of technology performance under specific, predetermined criteria angjthe

appropriate quality assurance procedures. EPA makes no expressed or implied warranties as to the performance of the techfjology
and does not certify that a technology will always, under circumstances other than those tested, operate at the levelfeerified
end user is solely responsible for complying with any and all applicable Federal, State, and Local requirements.
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The U.S. Environmental Protection Agency (EPA) has created a program to facilitate the deployment of infjovativ:
technologies through performance verification and information dissemination. The goal of the Envirorfnental
Technology Verification (ETV) Program is to further environmental protection by substantially acceleratjhg the
acceptance and use of improved and more cost-effective technologies. The ETV Program is intended to jpssist ¢
inform those involved in the design, distribution, permitting, and purchase of environmental technologigg. This
document summarizes the results of a demonstration of the Spectrace TN Pb Analyzer.

PROGRAM OPERATION

The EPA, in partnership with recognized testing organizations, objectively and systematically evalugfes the
performance of innovative tbnologies. Together, with the full participation of thehtemogy developer, the
develop plans, conduct tests, collect and analyze data, and report findings. The evaluations are conductedfaccord
to a rigorous demonstration plan and established protocols for quality assurance. The EPA’s National Hjxposul
Research Laboratory, which conducts demonstrations of field characterization and monitdmirigotges, ’
selected PRC Environmental Management, Inc., as the testing organization for the performance verificatio
portable X-ray fluorescence (FPXRF) analyzers.

DEMONSTRATION DESCRIPTION

of fiel

In April 1995, the performance of seven FPXRF analyzers was determined under field conditions. Each fnalyze
was independently evaluated by comparing field analysis results to those obtained using approved ferem
methods. Standard reference materials (SRM) and performance evaluation (PE) samples also werfl used
independently assess the accuracy and comparability of each instrument.

The demonstration was designed to detect and measure a series of inorganic analytes in soil. The prinfpry tar
analytes were arsenic, barium, chromium, copper, lead, and zinc; nickel, iron, cadmium, and antimy wer
secondary analytes. The demonstration sites were located in lowa (the RV Hopkins site) and Washingjton (th
ASARCO site). These sites were chosen because they exhibit a wide range of concentrations for most offjhe tare
metals and are located in different climatological regions of the United States; combined, they exhibit thredjdistinc
soil types: sand, clay, and loam. The conditions at these sites are representative of those environments u I er wh
the technology would be expected to operate. Details of the demonstration, including a data sumngfary an
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discussion of results, may be found in the report entitled “Environmental Technology Verification Reporj| Field
Portable X-ray Fluorescence Analyzer, Spectrace TN 9000 and TN Pb Field Portable X-ray Fluorflscenc
Analyzers.” The EPA document number for this report is EPA/600/R-97/145.

The EPA Method 6200 was tested and validated using the data derived from this demonstration. This meghod m:
be used to support the general application of FPXRF for environmental analysis.

TECHNOLOGY DESCRIPTION

This analyzer operates on the principle of energy dispersive X-ray fluorescence spectroscopy w fre th
characteristic energy components of the excited X-ray spectrum are analyzed directly by an energy profjortion:
response in the X-ray detector. Energy dispersion affords a highly efficient, full-spectrum measuremerff whict
enables the use of low intensity excitation sources (such as radioisotopes) and compact battery-powegkd, fiel
portable electronics. The FPXRF instruments are designed to provide rapid analysis of metals in sqi. Thi
information allows investigation and remediation decisions to be made on-site and reduces the number o | sampl
that need to be submitted for laboratory analysis. In the operation of these instruments, the user must be ware t
FPXRF analyzers do not respond well to chromium and that detection limits may be 5 to 10 times gre er tha
conventional laboratory methods. As with all field collection programs, a portion of the samples shouldjpe sen
to a laboratory for confirmatory analyses.

The TN Pb Analyzer was specifically designed to analyze for lead in a variety of matrices. It is field p@rtable,
weighing less than 20 pounds, and can be battery powered up to 8 hours. It uses a single radioactiffe soul
(cadmium-109) and a mercuric iodide semiconductor detector to analyze metals in soils using relatively shfjrt cour
times (60 seconds). The single radioactive source limits the number of analytes which can be detecteq}. In th

arsenic, chromium, copper, lead, and zinc. Contaminant concentrations are computed using a funflament
parameters (FP) calibrated algorithm included in the analyzer’'s operations software. The FP method ffloes n
require site-specific calibration samples; however, such samples can be used to customize the calibrfftion to
particular matrix. The TN Pb Analyzer can condaditumeasurements or measure samples in cups. At thelfime
of the demonstration, the cost of the TN Pb Analyzer was about $39,500, or it could be leased for $5,500 gkr mon
or $3,000 for 2 weeks.

VERIFICATION OF PERFORMANCE
The performance characteristics of the TN Pb Analyzer include the following:

» Detection limits: Precision-based detection limits were determined by collecting 10 replicate measur | ments
on site-specific soil samples with metals concentrations 2 to 5 times the expected MDLs. The results | ere 11
milligrams per kilogram (mg/kg) or less for arsenic, copper, lead, and zinc. Chromium was determindid to be
460 mg/kg.

Throughput: Average throughput was between 20 and 25 analyses per hour using a count time of 60 fecond

This rate only represents the analysis time since different personnel were used to prepare the sampl S.

Drift: Based on a daily analysis of an SRM, which contained quantifiable levels of arsenic, copper, Il4hd, an
zinc, the drift RSD values for the mean recovery of these analytes were less than 8 percent.

percent.

Blank results: During the demonstration, a total of 20 Siitank samples was analyzed. None of the repojted
analytes were detected above the method detection limits.

Precision: The goal of the demonstration was to achieve relative standard deviations (RSD) of less fghan 2(
percent at analyte concentrations of 5 to 10 times the method detection limits. The RSD values for]prseni
copper, lead, and zinc were less than 10 percent. A value for chromium was not determined due to}p lack
sufficient samples in the required concentration range.

EPA-VS-SCM-04 The accompanying notice is an integral part of this verification statement March 1998
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Accuracy: Intramethod accuracy was assessed using site-specific PE soil samples and soil SRMs. | he da
showed that 20 of 28 results (71.4 percent) of the PE sample analytes had recoveries within the 80 - 1
guantitative acceptance range and that 100 percent (16 of 16) of the SRM analytes were within thf range
Results were more accurate when the sample closely matched the matrix used to set the fundamental jgarame
calibration.

Comparability: This demonstration showed that the TN Pb Analyzer produced data that exhibitgtba]eg

linear correlation to the reference data. The coefficient of determinatjowhich is a measure of the degrfle

of correlation between the reference and field data was 0.95 for arsenic, 0.94 for copper, 0.95 for lead,{pnd 0.¢
for zinc. The value for chromium, 0.55, was derived primarily from clay soil at the RV Hopkins site.

Data quality levels: Using the demonstration derived precision RSD results and the coefficigpt of
determination as the primary qualifiers, the TN Pb Analyzer produced definitive level data for arsenic, gopper
lead, and zinc. A value for chromium could not be assigned without adequate precision data.

The results of the demonstration show that the Spectrace TN Pb Analyzer can provide useful, cost-effegtive da
for environmental problem-solving and decision-making. Undoubtedly, it will be employed in a variggty of
applications, ranging from serving as a complement to data generated in a fixed analytical laboratory to gfneratir
data that will stand alone in the decision-making process. As with any technologyoseldwiuser mus
determine what is appropriate for the application and the project data quality objectives.

Gary J. Foley, Ph.D.

Director

National Exposure Research Laboratory
Office of Research and Development

NOTICE: EPA verifications are based on an evaluation of technology performance under specific, predetermined criteria angjthe

appropriate quality assurance procedures. EPA makes no expressed or implied warranties as to the performance of the techfjology
and does not certify that a technology will always, under circumstances other than those tested, operate at the levelfeerified
end user is solely responsible for complying with any and all applicable Federal, State, and Local requirements.

EPA-VS-SCM-04 The accompanying notice is an integral part of this verification statement March 1998
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Foreword

The U.S. Environmental Protection Agency (EPA) is charged by Congress with protecting the Nation’s

land, air, and water resources. Under a mandate of national environmental laws, the Agency strives to
formulate and implement actions leading to a compatible balance between human activities and the ability
of natural systems to support and nurture life. To meet this mandate, the EPA’s Office of Research and
Development (ORD) provides data and science support that can be used to solve environmental problems
and to build the scientific knowledge base needed to manage our ecological resources wisely, to understand
how pollutants affect our health, and to prevent or reduce environmental risks.

The National Exposure Research Laboratory (NERL) is the Agency’s center for the investigation of
technical and management approaches for identifying and quantifying risks to human health and the
environment. Goals of the Laboratory’s research program are to develop and evaluate technologies for the
characterization and monitoring of air, soil, and water; support regulatory and policy decisions; and

provide the science support needed to ensure effective implementation of environmental regulations and
strategies.

The EPA’s Superfund Innovative Technology Evaluation (SITE) Program evaluates technologies for the
characterization and remediation of contaminated Superfund and Resource Conservation and Recovery Act
(RCRA) corrective action sites. The SITE Program was created to provide reliable cost and performance
data to speed the acceptance of innovative characterization and monitoring technologies.

Effective measurement and monitoring technologies are needed to assess the degree of contamination at a
site, to provide data which can be used to determine the risk to public health or the environment, to supply
the necessary cost and performance data to select the most appropriate technology, and to monitor the
success or failure of a remediation process. One component of the SITE Program, the Monitoring and
Measurement Technologies Program, demonstrates and evaluates innovative technologies to meet these
needs.

Candidate technologies can originate from within the federal government or from the private sector.

Through the SITE Program, developers are given the opportunity to conduct a rigorous demonstration of
their technology’s performance under realistic field conditions. By completing the evaluation and

distributing the results, the Agency establishes a baseline for acceptance and use of these technologies. The
Monitoring and Measurement Technologies Program is managed by ORD’s Environmental Sciences

Division in Las Vegas, Nevada.

Gary J. Foley, Ph.D.

Director

National Exposure Research Laboratory
Office of Research and Development



Abstract

In April 1995, the U.S. Environmental Protection Agency (ER#jdticted a demonstration of field

portable X-ray fluorescence (FPXRF) analyzers. The primary objectives of this demonstration were (1) to
determine how well FPXRF analyzers perform in comparison to a standard reference method, (2) to

identify the effects of sample matrix variations on the performance of FPXRF, (3) to determine the

logistical and economic resources needed to operate these analyzers, and (4) to test and validate an SW-846
draft method for FPXRF analysis. The demonstration design was subjected to extensive review and
comment by the EPA’s National Exposure Research Laboratory, EPA Regional and Headquarters
Superfund technical staff, the EPA’s Office of Solid Waste—Methods Section, and the technology

developers.

Two sites were used for this demonstration: RV Hopkins and the ASARCO Tacoma Smelter. RV

Hopkins is an active steel drum recycling facility and the location of a former battery recycling operation.

It is located in Davenport, lowa. The ASARCO site is a former copper and lead smelter and is located in
Tacoma, Washington. The samples analyzed during this demonstration were represented by three distinct
soil textures: sand, clay, and loam. The reference methods used to evaluate the comparability of data were
EPA SW-846 Métods3050A and 6010A, “Acid Digestion of Sediments, Sludges, and Soils” and

“Inductively Coupled Plasma-Atomic Emission Spectroscopy,” respectively.

The FPXRF analyzers tested in this demonstration were designed to provide rapid, real-time analysis of
metals concentrations in soil samples. This information will allow investigation and remediation decisions
to be made on-site more efficiently and can reduce the number of samples that need to be submitted for
confirmatory analysis. Of the seven commercially available analyzers tested, one is manufactured by Niton
Corporation (the XL Spectrum Analyzer); two are manufactured by TN Spectrace (the TN 9000 and TN
Pb Analyzer); two are manufactured by Metorex Inc. (the X-MET 920-P Analyzer and the X-MET 920-

MP Analyzer); one is manufactured by HNU Systems, Inc. (the SEFA-P Analyzer); and one is
manufactured by Scitec Corporation (the MAP Spectrum Analyzer). The X-MET 940, a prototype

FPXRF analyzer developed by Metorex, was given special consideration and replaced the X-MET 920-P
for part of the RV Hopkins sample analyses. This environmental technology verification report (ETVR)
presents information regarding the TN 9000 and TN Pb Analyzers. Separate ETVRs have been published
for the other analyzers demonstrated.

Quantitative data were provided by both of the Spectrace analyzers on a real-time basis. The TN Pb
Analyzer reported fewer target analytes than the TN 9000 and used shorter count times. The shorter count
times resulted in a nearly two- to threefold increase in sample throughput. Both the TN 9000 and the TN
Pb analyzers provided definitive level (equivalent to reference data) quality data for arsenic, lead, zinc, and
copper; the TN 9000 produced quantitative screening level (not equivalent to reference data, but
correctable with confirmatory analysis) quality data for barium. TN 9000 data for chromium was

classified as qualitative, based primarily on the results of the precision determination. Data quality levels



for the remaining analytes could not be assigned due to the lack of precision or correlation data. The TN
Pb Analyzer did not report nickel, iron, barium, cadmium, or antimony and did not report a precision value
for chromium in the concentration range specified to determine the data quality level. These results were
obtained using a factory-set fundamental parameters calibration. Sample homogenization was the single
most important factor influencing data comparability.

This study showed that the two analyzers produced data that exhibitegllaggdinear correlation.

Through regression analysis of jptransformed data, the analyzers’ data can be corrected to be even more
comparable to reference data. Correction of the in situ-prepared data resulted in up to an eightfold increase
in average relative accuracy for both the TN Pb and TN 9000 analyzers. Unless a user has regulatory
approval, confirmatory (reference) sampling and data correction is recommended when using these
analyzers for site characterization or remediation monitoring.

This demonstration found that both TN Spectrace FPXRF analyzers were generally simple to operate in the
field. The operators required no specialized experience or training. Ownership and operation of this
analyzer may require specific licensing by state nuclear regulatory agencies. There are special radiation
safety training requirements and costs associated with this type of license. Generally, either the developer’s
listed or field-based method detection limits were 5 times or more higher than the reference method
detection limits. The TN 9000 and TN Pb Analyzer were both effective tools for field-based analysis of
metals contamination in soil and may allow investigation or remediation decisions to be made more
efficiently on-site which may reduce the number of samples that need to be submitted for confirmatory
analysis.

Xi
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Section 1
Executive Summary

In April 1995, the U.S. Environmental Protection Agency (EPA) sponsored a demonstration of field
portable X-ray fluorescence (FPXRF) analyzers. The primary objectives of this demonstration were to
evaluate these analyzers for: (1) their analytical performance relative to standard analytical methods,

(2) the influence of sample matrix variations (texture, moisture, heterogeneity, and chemical composition)
on performance, (3) the logistical and economic resources needed to operate these technologies in the field,
and (4) to test and validate an SW-846 draftwefor FPXRF analysis. Secondary objectives for this
demonstration were to evaluate FPXRF analyzers for their reliability, ruggedness, cost, range of
usefulness, data quality, and ease of operation.

This demonstration was intended to provide users a reference measure of performance and a guide for
the application of this technology. In this demonstration, the reference methods for evaluating the
comparability of data were S\B46 Mehods3050A and 6010A, “Acid Digestion of Sediments, Sludges,
and Soils” and “Inductively Coupled Plasma-Atomic Emission Spectroscopy (ICP-AES),” respectively.

The EPA requested that PRC Environmental Management, Inc. (PRC) assist in the planning,
execution, and reporting on a demonstration of FPXRF analyzers. This demonstration was conducted
under the EPA’s Superfund Innovative Technology Evaluation (SITE) Program and managed by the
National Exposure Research Laboratory-Environmental Sciences Division (NERL-ESD) under the
Monitoring and Measurement Technologies Program (MMTP), Las Vegas, Nevada.

The FPXRF analyzers, tested in this demonstration, were designed to provide rapid, real-time analysis
of metals concentrations in soil samples. This information will allow investigation and remediation
decisions to be made on-site more efficiently, and it should reduce the number of samples that need to be
submitted for confirmatory analysis. Of the seven commercially available analyzers evaluated, one is
manufactured by HNU Systems, Inc. (the SEFA-P Analyzer); two are manufactured by TN Spectrace (the
TN 9000 and TN Pb Analyzer); one is manufactured by Niton Corporation (the Niton XL Spectrum
Analyzer); one is manufactured by Scitec Corporation (the MAP Spectrum Analyzer); and two are
manufactured by Metorex Inc. (the X-MET 920-P Analyzer and the X-MET 920-MP Analyzer). The X-
MET 940, a prototype FPXRF analyzer developed by Metorex, was given special consideration and
replaced the X-MET 920-P for part of the demonstration. This environmenteldokagy evaluation
report (ETVR) presents information relative to the TN Spectrace TN 9000 and TN Pb analyzers. Separate
ETVRs will bepublished for the other analyzers that were demonstrated.

The target analytes for this demonstration were selected from the Resource Conservation and Recovery
Act’'s (RCRA) Toxicity Characteristic (TC) list, analytesown to have a high aquatic toxicity, and



analytes likely to produce interferences for the FPXRF analyzers. The primary analytes for these
comparisons were arsenic, barium, chromium, copper, lead, and zinc; nickel, iron, cadmium, and antimony
were secondary analytes. Because of design considerations, not all of these analytes were determined by
each instrument.

To demonstrate the analyzers, hazardous waste sites in lowa (the RV Hopkins site) and in Washington
(the ASARCO site) were selected. The sites were chosen because they exhibit a wide range of
concentrations for most of the target analytes, are located in different climatological regions of the United
States, and combined they exhibit three distinct soil textures: sand, clay, and loam.

This demonstration found that the TN 9000 and TN Pb analyzers were simple to operate in the field.
The developer provided a training course for the technology operators similar to that provided to a
purchaser of the equipment. The training encompassed enough FPXRF theory and hands-on analyzer use
to allow the operators to manipulate the data collection software, calibrate the analyzer, and adjust
instrument parameters such as count times and target analytes. The training and subsequent technical
support, required during the demonstration, provided additional guidance on calibration procedures and
data usability. Based on this experience, more training would have helped in the successful application of
this analyzer. The analyzers did not experience an operational failure resulting in project down time or
data loss during the analysis of more than 1,260 soil samples. The analyzers were field portable, and could
operate on battery power or on alternating current. The analyzers required an auxiliary computer to
process and store data. Downloading data to both paper and electronic format was accomplished without
difficulty.

The TN Pb Analyzer reports results for fewer analytes than the TN 9000. Of the target analytes for
this demonstration, the TN Pb Analyzer reported lead, arsenic, copper, chromium, and zinc. Iron, nickel,
cadmium and antimony were not reported by the TN Pb Analyzer. TI®U0Ireported all of the target
analytes for this demonstration. The TN Pb Analyzer uses a single radioactive source and the TN 9000
can use up to three unique radioactive sources. The TN Pb Analyzer used only one source and a shorter
count time resulted in a two- to threefold increase in sample throughput for the TN Pb Analyzer relative to
the TN 9000.

The TN Pb Analyzer produced data meeting definitive level (equivalent to reference data) criteria for
lead, zinc, arsenic, and copper. The TN 9000 provided definitive level quality data for arsenic, copper,
lead, and zinc; and data of quantitative screening level quality for barium. This analyzer produced
gualitative screening level data for chromium. Data quality levels could not be assigned for chromium with
the TN Pb Analyzer and for nickel, iron, cadmium, and antimony for th8009 due to a lack of
adequate precision or correlation data.

Both analyzers exhibited precision similar to the reference methods at the 5 to 10 times the precision-
based method detection limit (MDL) concentration level. As expected, the chromium data generally
showed the poorest precision of the primary analytes. Of the four sample preparation steps evaluated, the
initial sample homogenization had the greatest impact on data comparability. Site and soil texture did not
appear to affect data comparability.

Based on the performance of both TN Spectrace analyzers, this demonstration found them to be
effective tools for characterizing the concentration of metals in soil samples. As with all FPXRF analyzers,
unless a user has regulatory approval, confirmatory (reference) sampling and data correction is
recommended when using these analyzers for site characterization and remediation monitoring.



Section 2
Introduction

This environmental technology evaluation report (ETVR) presents information on the demonstration of
both the Spectrace TN Pb and the TN 9000 analyzers. These analyzers were developed to perform
elemental analyses (metals quantitation) in the petroleum and petrochemical industry, the mining and
minerals industry, and the environmental field. These analyzers use a mercuric iodiddefidgltor with
radioactive sources to quantitate metals concentrations. Both analyzers can be operated ifnestiier an
or intrusive mode. Thia situ mode is commonly called a “point-and-shoot” mode. In this mode of
operation, the point of measurement on the soil surface is cleared of loose debris and organic matter, the
analyzer’s probe is then placed in direct contact with the soil surface, and a measurement is taken. In the
intrusive mode of operation, a soil sample is physically collected, dried or sieved, and then placed into a
sample cup. The cup is placed into an analysis chamber on the probe and a measurement is taken.

This section provides general information about the demonstration such as the purpose, objectives, and
design. Section 3 presents and discusses the quality of the data produced by the reference methods against
which both analyzers were evaluated. Section 4 discusses the TN Pb Analyzer, its capabilities, reliability,
throughput, accuracy, precision, comparability to reference methods, and other performance factors.

Section 5 provides the same information for the TN 9000. Section 6 discusses the potential applications of
both analyzers, presents a method for data correction, and suggests a framework for a standard operating
procedure (SOP). Section 7 lists references cited in this ETVR.

Demonstration Background, Purpose, and Objectives

The demonstration was conducted under the Monitoring and Measurement Technologies Program
(MMTP), a component of the SITE Program. MMTP is managed by NERL-ESD, Las Vegas, Nevada.
The goal of the MMTP is to identify and demonstrate new, innovative, and commercially available
technologies that can sample, identify, quantify, or monitor changes in contaminants at hazardous waste
sites. This includes those technologies that can be used to determine the physical characteristics of a site
more economically, efficiently, and safely than conventional technologies. The SITE Program is
administered by the National Risk Management Research Laboratory, Cincinnati, Ohio.

The purpose of this demonstration was to provide the information needed to fairly and thoroughly
evaluate the performance of FPXRF analyzers to identify and quantify metals in soils. The primary
objectives were to evaluate FPXRF analyzers in the following areas: (1) their accuracy and precision
relative to conventional analytical methods; (2) the influence of sample matrix variations (texture, moisture,
heterogeneity, and chemical composition) on their performances; (3) the logistical and economic resources
needed to operate these analyzers; and (4) to test and validate an SW-846 lidffan&P XRF
analysis.



Secondary objectives for this demonstration were to evaluate FPXRF analyzers for their reliability,
ruggedness, cost, range of usefulness, data quality, and ease of operation. The performances of the FPXRF
analyzers were not compared against each other. Instead, the performance of each analyzer was
independently and individually compared to that of conventional analytical methods commonly used in
regulatory enforcement or compliance activities. In addition, each analyzer’s performance was assessed
relative to measurements of standard reference materials (SRM), performance evaluation (PE) samples,
and other quality control (QC) samples.

A special request was made by Mr. Oliver Fordham, the demonstration’s technical advisor, EPA Office
of Solid Waste (OSW), for Midwest Research Institute (MRI) to analyze some of the soil samples to
validate the performance of draft Methg@b2 “Microwave Assisted Acid Digestion of Ash and Other
Siliceous Wastes.” Thirty percent of the soil samples were extracted using draft B@b2odnd then
analyzed by Method010A. The data generated from the draftiddB8052 and Mdiod6010A analysis
were not used for comparative purposes to the FPXRF data obtained in this demonstration.

Reference Methods

To assess the performance of each analyzer, FPXRF data was compared to reference data. The
reference methods used for this assessment were EP848\Wehods3050A/6010A, which are
considered the standards for metals analysis in soil for environmental applications. For purposes of this
demonstration, the term “reference” is substituted for “confirmatory” since the data was used as a baseline
for comparison. MRI was awarded the subcontract to analyze soil samples using the reference methods in
accordance with Federal Acquisition Regulations. The award was made based on MRI’s costs, ability to
meet the demonstration’s quality assurance project plan (QAPP), requirements, and as the only commercial
laboratory identified that could perform all the analyses in the required timeframe.

Method3050A is the standard acid extraction Imeet used for determining metals concentrations in
soil samples. It is not a total digestion method, and potentially it does not extract all the metals in a soil
sample. Metho®010A is the standard nietd used to analyze Meth8850A extracts. Both of these
methods are described in Section 3.

High quality, well documented reference laboratory results were essential for meeting the objectives of
the demonstration. For an accurate assessment, the reference methods had to provide a known level of data
quality. For all measurement and monitoring activities conducted by the EPA, the Agency requires that
data quality parameters be established based on the end uses of the data. Data quality parameters usually
include five indicators of data quality referred to as the PARCC parameters: precision, accuracy,
representativeness, completeness, and comparability. In addition, method detection limits (MDLS) are
often used to assess data quality.

Reference methods were evaluated using tHe@®@ parameters to establish the quality of data
generated and to ensure that the comparison of FPXRF analyzers to reference methods was acceptable.
The following paragraphs provide definitions of each of the PARCC parameters.

Precision refers to the degree of mutual agreement between replicate measurements and provides an
estimate of random error. Precision is often expressed in terms of relative standard deviation (RSD)
between replicate samples. The term relative percent difference (RPD) is used to provide this estimate of
random between duplicate samples.



Accuracy refers to the difference between a sample result and the reference or true value. Bias, a
measure of the departure from perfect accuracy, can be calculated from the reference or true value.
Accuracy and bias for the reference laboratory were assessed by evaluating calibration standard linearity,
method blank results and the percent recoveries of matrix spike samples, laboratory control samples (LCS),
standard reference materials (SRMs), and PE samples.

Representativeness refers to the degree to which data accurately and precisely measures the conditions
and characteristics of the parameter of interest. Representativeness for the reference laboratory was
ensured by executing consistent sample collection procedures including sample locations, sampling
procedures, storage, packaging, shipping, equipment decontamination, and proper laboratory sample
handling procedures. Representativeness was ensured by using the appropriate reference method at its
optimum capability to provide results that represent the most accurate and precise measurement it is
capable of achieving. The combination of the existing method requirernppiersented by the
demonstration QAPP provided the guidance to assure optimum performance of the method.
Representativeness was assessed by evaluating calibration standards, method blank samples, duplicate
samples, and PE samples.

Completeness refers to the amount of data collected from a measurement process compared to the
amount that was expected to be obtained. For the reference data, completeness referred to the proportion of
valid, acceptable data generated.

Comparability refers to the confidence with which one data set can be compared to another. Data
generated from the reference methods should provide comparable data to any other laboratory performing
analysis of the same samples with the same analytical methods. Comparability for the reference methods
was achieved through the use of standard operating procedures (SOPs), EPA-published guidance, and the
demonstration QAPP. QC samples that were used to evaluate comparability include: calibration
standards, method blank samples, matrix spike samples, replicate samples, LCSs, SRMs, and PE samples.

Site Selection

PRC conducted a search for suitable demonstration sites between September and NO@inbEne
following criteria were used to select appropriate sites:

» The site owner had to agree to allow access for the demonstration.

The site had to have soil contaminated with some or all of the target heavy metals. (Slag, ash, and
other deposits of mineralized metals would not be assessed during the demonstration.)

The site had to be accessible to two-wheel drive vehicles.

The site had to exhibit one or more of the following soil textures: sand, clay, or loam.

The site had to exhibit surface soil contamination.

The sites had to be situated in different climatological environments.

PRC contacted NERL-ESD, regional EPA offices, state environmental agencies, metals fabrication,
and smelting contacts to create an initial list of potential demonstration sites. PRC received considerable
assistance from the EPA RCRA and Superfund branches in Regions 4, 6, 7, 8, 9, and 10. PRC also
contacted the Montana Department of Health and Environment, the Nevada Bureau of Mines and Geology,



the Oklahoma Department of Environmental Quality, the Arizona Department of Environmental Quality,

the Missouri Department of Natural Resources, the Arizona Bureau of Geology, and the New Mexico
Bureau of Mines and Mineral Resources. PRC surveyed its offices in Kansas City, Kansas; Atlanta,
Georgia; Denver, Colorado; Dallas, Texas; Albuquerque, New Mexico; Helena, Montana; Chicago,

lllinois; Seattle, Washington; and San Francisco, California, for information regarding potential sites.

These PRC offices have existing RCRA, Superfund, or Navy environmental contracts that allow access to
regional, state, and federal site information. PRC also used the Record of Decision Scan database (Morgan
and others 1993) to search for appropriate sites.

PRC screened 46 potential sites based on the site-selection criteria with the assistance of the various
contacts listed above. Based on this screening, PRC and EPA determined that the RV Hopkins and
ASARCO sites met most of the site-selection criteria, and therefore, would be acceptable for the
demonstration.

The ASARCO site consists of 67 acres of land adjacent to Commencement Bay. The site is marked by
steep slopes leading into the bay, a slag fill that was used to extend the original shoreline, a cooling water
pond, and various buildings associated with the smelting process. Partial facility demolition was conducted
in 1987. Most of the buildings were demolished between 1993 and 1994. The only buildings remaining
are the Fine Ore Building, the Administrative Building, and a Maintenance Garage.

Past soil sampling results targeted four general areas of the site as acceptable candidates for this
demonstration: the plant administration area, the former cooling poritB&fedemolition area, and
certain off-site residential areas adjacent to the smelter stack. Previous sampling has shown surficial soils
to be more contaminated than subsurface soils. Arsenic, copper, and lead are the predominant
contaminants in the local soils. The highest arsenic concentrations were found in the soils around the
former arsenic kitchen, along with cadmium and mercury. The soils around the former cooling pond
contained the highest copper concentrations and high levels of silver, selenium, barium, and chromium.
Lead concentrations are highest northeast of the arsenic plant.

Much of the smelter site is covered with artificial fill material of varying thickness and composition.
Two general types of fill are found on the site: granular and slag. The composition of the granular fill
material ranges from sand to silt with demolition debris and slag debris mixed throughout. The slag fill is a
solid, fractured media restricted to the plant site. The surface soil in the plant administration area has a
layer of slag particles on top, ranging from 1 to 3 inches thick. Surficial material in the parking lot area
and southwest of the stack is mostly of glacial origin and composed of various mixtures of sand, gravel,
and cobbles. The soils around the former cooling pond are fine-grained lacustrine silts and clays.
Alluvium upgradient of the former cooling pond has been almost entirely covered with granular fill
material. Generally, soils in the arsenic kitchen and stack hill areas are sand mixed with gravel or sandy
clay mixed with cobbles. No slag was analyzed as part of this demonstration.

The RV Hopkins site is located in the west end of Davenport, lowa. The facility occupies
approximately 6.7 acres in a heavy industrial/commercial zoned area. Industrial activities in the area of the
RV Hopkins property included the manufacture of railroad locomotive engines during the mid-1800's. The
RV Hopkins property was a rock quarry during the late 1800's. Aerial surveys beginning in 1929 show
that the rock quarry occupied the majority of the site initially, gradually decreasing until it was completely
filled by 1982. It was reported that the site was used to dispose of demolition debris, automotive, and scrap
metal. The site also has been used by a company that recycled lead acid batteries.



RV Hopkins began operating as a drum recondition#Bs1 across the street from its current
location. In 1964, the site owner reportedly covered the former quarry area of the site with foundry sand.
No foundry sand was analyzed as part of this demonstration. RV Hopkins receives between 400 and 600
drums per day for reconditioning, accepting only drums that meet the definition of “empty” according to 40
Code of Federal Regulations 261.7. Most of the drums received atitity ¢ame from the paint, oil, and
chemical industries. The surrounding area is reported to be underlain by Devonian-aged Wapsipinicon
Limestone, and gray-green shale, lime mud, and sand stringers dating back to the Pennsylvanian age.

The RV Hopkins property is composed of five buildings: the office and warehouse, a warehouse used
to store drums of hazardous waste and a waste pile, a manufacturing building, a drum reclamation furnace,
and a cutting shed. The office and the warehouse are located on the southwest corner of the site. Areas
investigated on each site include the furnace area, the old and new baghouses, the former drum storage area
on the north end of the facility, the former landfill, and a drainage ditch. Major contaminants include
barium, lead, chromium, and zinc, as well as lesser concentrations of other metals, such as copper and
nickel, pesticides, and volatile organic compounds.

Based on historical data, the most concentrated contaminants in the furnace area are chromium, lead,
and zinc. The highest concentrations of these elements are at the furnace entrance, as opposed to the
furnace exit. The concentrations of lead are higher in the old baghouse than in the new, while the new
baghouse exhibits a higher concentration of chromium, as well as high iron, lead, and barium
concentrations. The former landfill has concentrations of barium, chromium, lead, nickel, and zinc greater
than 1,000 mg/kg. Lead is the most prevalent contaminant in the former drum storage area with lesser
concentrations of barium, chromium, and zinc.

Predemonstration Sampling

Predemonstration sampling was conducted at both sites between December 51884.14hose
sampling events had the following objectives:

» To provide data on, or verify, the extent of surface contamination at each site and to locate optimum
sampling areas for the demonstration.

» To allow the developers to analyze samples from the demonstration sites in advance of the
demonstration, and if necessary, refine and recalibrate their technologies and revise their operating
instructions.

» To evaluate samples for the presence of any unanticipated matrix effects or interferences that might
occur during the demonstration.

» To check the quality assurance (QA) and QC procedures of the reference laboratory.

One hundred soil samples were analyzed on each site by the FPXRF analyzers during the
predemonstration sampling activities. The samples represented a wide range in the concentration of metals
and soil textures. Thirty-nine samples were submitted for reference method analysis using EPA SW-846
Methods3050A/6010A. Twenty-nine of these samples were split and sent to the developers. Nine field
duplicates were collected and submitted for reference method analysis to assess proposed sample
homogenization procedures. One purchased PE sample also was submitted to the reference laboratory to
provide an initial check of its accuracy.



Additionally, three samples representing low, medium, and high concentrations were collected at each
site. These samples were dried, ground, and then analyzed by six independent laboratories before the
demonstration began to create site-specific PE samples. These samples were analyzed with laboratory-
grade X-ray fluorescence (XRF) analyzers.

Experimental Design

The experimental design of this demonstration was developed to meet the primary and secondary
objectives stated above, and was approved by all participants prior to the start of the demonstration. The
design is detailed in the demonstration plan and is summarized below.

Approximately 100 soil samples were collected from each of three target soil textures: clay, loam, and
sand. This variety of soil textures allowed the examination of the effect of soil texture on data
comparability. Splits of these samples were analyzed by all FPXRFs for all sample preparation steps and
by the reference methods.

The two TN Spectrace analyzers demonstrated can be operated in eithsitwor intrusive mode.
During the demonstration, these two modes of FPXRF analysis required different measurement and
sampling procedures (Figure 2-1). Each procedure was designed to reflect common applications of FPXRF
analyzers. Foin situanalysis, an area 4 inches square was cleared of all vegetation, debris, and gravel
larger than 2 mm in diameter. The FPXRFSitu analyzers took one measurement in each sample area.
This data represented FPXRFsitu technology measurements for unprepared dailsifu-unprepared).
Replicate measurements were taken at 4 percent of these locations to assess analyzer precision.

After thein sitrunprepared analysis was complete at a given location, the soil within the 4-inch by 4-
inch square was removed to a depth of 1 inch and homogenized in a plastic bag. This produced a soil
sample of approximately 375 grams or 250 cubic centimeterf$. (S8ample homogenization was
monitored by adding 1 to 2 grams of sodium fluorescein salt (which fluoresces when exposed to ultraviolet
light) to the sample homogenization bag. During the predemonstration, it was determined that sodium
fluorescein did not affect the FPXRF or reference method analysis. Sample homogenization took place by
kneading the sample and sodium fluorescein salt in a plastic bag for 2 minutes. After 2 minutes, the sample
preparation technician examined the sample under ultraviolet light to assess the distribution of sodium
fluorescein. If the sodium fluorescein salt was not evenly distributed throughout the sample, the
homogenization and checking process were repeated until the sodium fluorescein was evenly distributed.
This monitoring process assumed that thorough distribution of sodium fluorescein was indicative of good
sample homogenization. The effectiveness of this homogenization is discussed later in this section.

The homogenized sample was then spread out inside a 1-inch-deep petri dish. Each FPXRF analyzer
took one measurement from this homogenized material. This represented the homogenized sample analysis
for thein situ analyzersif situ-prepared). This approximated the common practice of sample
homogenization in a plastic bag and subsequent sample measurement through the bag. Replicate
measurements were also collected from 4 percent of these samples to assess analyzer precision. These
replicate measurements were made on the same soils as the unprepared precision measurements.

Following thein situ-prepared analysis, the sample material was passed through a No. 10 mesh sieve
(2-mm openings) and approximately 10 grams of this material was placed in a sample cup for analysis by
the FPXRF analyzers in an intrusive mode. The same sample cup was used for each FPXRF analyzer.
Replicate measurements were collected from 4 percent of these samples to assess analyzer precision.
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Figure 2-1. Sample Preparat ion and Analysis:
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These replicate measurements were made on the same soilsastthgrepared precision

measurements. These data represented FPXRF intrusive mode measurements on soils with no sample
preparation (intrusive-unprepared). Sample material from this preparation step was collected and
submitted to the reference laboratory for analysis.

Following the intrusive-unprepared step, a portion of the soil sample was dried in a convection oven at
110°C for 1 hour and ground with a mortar and pestle until it passed through a No. 40 stainless-steel sieve
(0.425-mm openings). The sample was then analyzed by the FPXRF in the intrusive mode. Four percent
of these samples underwent replicate measurements to evaluate analyzer precision. These replicate
measurements were performed on the same soils as in the intrusive-unprepared precision measurements.
This data represented FPXRF intrusive measurements on prepared soils (intrusive-prepared).

Qualitative Factors

There are a number of factors important to data collection that are difficult to quantify and must be
evaluated qualitatively. These are considered qualitative factors. One such factor was the level of training
required to operate a given FPXRF analyzer. To assess this factor, PRC operators were trained by the
developers on how to operate their respective FPXRF analyzers. All operators met or exceeded the
developers’ minimum requirements for education and previous experience. Demonstration procedures were
designed to simulate routine field conditions as closely as possible. The developers trained the operators
using their respective operator training manuals. Based on this training and field experience, the operators
prepared a subjective evaluation assessing the training and technology operation during the demonstration
(Sections 4 and 5).

Many analytical methods exhibit significant "operator effects," in which individual differences in
sample preparation or operator technique result in a significant effect on the numerical results. To reduce
the possible influence of operator effects, a single operator was used to operate each FPXRF analyzer.
While this reduced some potential error from the evaluation, it did not allow the analyzers to be evaluated
for their susceptibility to operator-induced error. A single operator was used to analyze all of the samples
at both sites during this demonstration. Sample preparation variation effects were minimized in the field by
using the same personnel to prepare samples. To eliminate the influence of operator effects on the
reference method analysis, only one reference laboratory was used to analyze the samples. Based on this
design, there can be no quantitative estimate of “operator effect.”

Quantitative Factors

Many factors in this demonstration could be quantified by various means. Examples of quantitative
factors evaluated during this demonstration include analyzer performance near regulatory action levels, the
effects of sample preparation, effects of microwave sample drying, count times, health and safety
considerations, costs, and interferences.

The data developed by the FPXRF analyzers were compared to reference data for the following
primary analytes: arsenic, barium, chromium, copper, lead, and zinc; and for the following secondary
analytes: nickel, iron, cadmium, and antimony. The9DRO Analyzer reported all 10 of these analytes.
The TN Pb Analyzer reported arsenic, chromium, lead, zinc, and copper.
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Evaluations of analyzer data comparability involved examining the effects of each site, soil texture, and
sample preparation technique (Table 2-1). Two sites were sampled for this demonstration, and, therefore,
two site variables were examined (RV Hopkins and ASARCO sites). These sites produced samples from
three distinct soil textures, and therefore, three soil variables were examined (clay, sand, and loam). Four
sample preparation steps were usedinEjtu-unprepared, (2n situ-prepared, (3) intrusive-unprepared,
and (4) intrusive-prepared. These variables were nested as follows: each site was divided into RV Hopkins
and ASARCO data sets; the RV Hopkins data represented the clay soil texture, and the ASARCO data was
divided into sand and loam soil textures; then each soil texture was subdivided by the four soil
preparations. This approach allowed the examination of particle size and homogenization effects on data
comparability. These effects were seen to have the greatest impact on data comparability.

Table 2-1. Performance and Compara bility Variables Evaluated

Site Name (315) Soil Texture ( 315) | Preparation Step [1, 260]

ASARCO (215) Sand (100) in situ-unprepared [100]

in situ-prepared [100]
intrusive-unprepared [100]
intrusive-prepared [100]
Loam (115) in situ-unprepared [115]

in situ-prepared [115]
intrusive-unprepared [115]
intrusive-prepared [115]
RV Hopkins (100) Clay (100) in situ-unprepared [100]

in situ-prepared [100]
intrusive-unprepared [100]
intrusive-prepared [100]

Notes: () Total number of sample points.
[ ] Total number of measurements taken.

Of greatest interest to users is analyzer performance near action levels. For this reason, samples were
approximately distributed as follows: 25 percent in the 0 - 100 mg/kg range, 50 percent in the 100 - 1,000
mg/kg range, and 25 percent in the greater than 1,000 mg/kg range. The lower range tested analyzer
performance near MDLs; the middle range tested analyzer performance in the range of many action levels
for inorganic contaminants; and the higher range tested analyzer performance on grossly contaminated
soils. All samples collected for the demonstration were split between the FPXRF analyzers and reference
laboratory for analysis. Metal concentrations measured using the reference methods were considered to
represent the “true” concentrations in each sample. Where duplicate samples existed, concentrations for
the duplicates were averaged and the average concentration was considered to represent the true value for
the sample pair. This procedure was specified in the demonstration plan. If one or both samples in a
duplicate pair exhibited a nondetect for a particular target analyte, that pair of data was not used in the
statistical evaluation of that analyte. The reference methods reported measurable concentrations of target
analytes in all of the samples analyzed.

In addition to the quantitative factors discussed above, the common FPXRF sample preparation
technique of microwave drying of samples was evaluated. Sample temperatures during this procedure can
be high enough to melt some mineral fractions in the sample or combust organic matter. Several metals
that present environmental hazards can volatilize at elevated temperatures. Arsenic subig&s,at
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within the potential temperature range achieved during microwave drying of samples. To assess this effect,
10 percent of the homogenized, crushed, oven-dried, and sieved samples were split and heated in a
microwave oven on high for 3 minutes. This time was chosen to approximate common microwave drying
times used in the field. Splits of these samples were submitted for reference analysis. The reference data
for these samples were compared to the corresponding reference data produced from the convection oven-
dried samples. These data showed the effects of the microwave drying variable on analyte concentration.
This was considered a minor variable and it was only evaluated for the reference laboratory in an attempt
to identify any potential effect on data comparability.

Another quantitative variable evaluated was the count time used to acquire data. During the formal
sample quantitation and precision measurement phase of the demonstration, the count times were set by the
developers and remained constant throughout the demonstration. Count times can be tailored to produce
the best results for specific target analytes. The developers, however, selected count times that produced
the best compromise of results for the entire suite of target analytes. To allow a preliminary assessment of
the effect of count times, select soil samples were analyzed in replicate using count times longer and shorter
than those set by the developers. This allowed the evaluation of the effects of count times on analyzer
performance. Since sample throughput can be affected by adjusting count times, operators used only the
developer-specified count times throughout the demonstration.

An important health and safety issue during the demonstration was the effectiveness of radioactivity
shielding of each FPXRF analyzer. Quantitative radiation readings were made with a gamma ray detector
near each analyzer to assess the potential for exposure to radiation.

A compilation of the costs associated with the use of each FPXRF analyzer was another important
evaluation factor. Cost includes analyzer purchase or rental, expendable supplies, such as liquid nitrogen
and sample cups, and nonexpendable costs, such as labor, licensing agreements for the radioactive sources,
operator training costs, and disposal of investigation-derived waste (IDW). This information is provided to
assist the user in estimating the total cost associated with a field use of these instruments.

Factors that could have affected the quantitative evaluations included interference effects and matrix
effects. Some of these effects and the procedures used to evaluate their influence during this demonstration
are summarized below:

» HeterogeneityForin siti-unprepared measurements, heterogeneity was partially controlled by
restricting measurements within a 4-by-4-inch area. For measurements after the initial point-and-
shoot preparation, heterogeneity was minimized by sample homogenization. This effect was
evaluated through the sample preparation data.

» Particle SizeThe effect of particle size was evaluated with the two intrusive sample preparations.
Theoretically, precision and accuracy should increase as particle size decreases and becomes more
uniform.

» Moisture Content It has been suggested that major shifts in sample moisture content can affect a
sample’s relative fluorescence. This effect could not be evaluated as thoroughly as planned because
of the small difference in sample moisture content observed at the two sites. This effect was patrtially
examined in the comparison of analyzer performance between intrusive-unprepared and intrusive-
prepared analyses. This step in sample preparation involved drying and grinding.
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» Overlapping Spectra of Elementterferences result from overlapping spectra of metals that emit
X-rays with similar energy levels. The reference method analysis provided data on the concentration
of potential interferants in each sample.

Evaluation of Analyzer Performance

Metals concentrations measured by these analyzers were compared to the corresponding reference
laboratory data, and to the QA/QC sample results. These comparisons were conducted independently for
each target analyte. These measurements were used to determine an analyzer’s accuracy, data quality
level, method precision, and comparability to reference methods. PE and SRM samples were used to
assess analyzer accuracy. Relative standard deviations (RSD) on replicate measurements were used to
determine analyzer precision. These data were also used to help determine the data quality of each FPXRF
analyzer’s output. The data comparability and quality determination was primarily based on a comparison
of the analyzer’s data and the reference data. Linear regression and a matched pairs t-test were the
statistical tools used to assess comparability and data quality.

A principal goal of this demonstration was the comparison of FPXRF data and the reference laboratory
data. EPA SW-846 MRbds3050A/6010A were selected as the referenc@odstbecause they represent
the regulatory standard against which FPXRF is generally compared. In comparing the FPXRF data and
reference data, it is important to recognize that, while similar these methods are not identical. These
differences allow the user to characterize the same sample in slightly different ways. Both have a role in
site characterization and remediation. It is important to consider these differences and the measurement
error intrinsic to each procedure when comparing the FPXRF method against a reference analytical
method.

The reference method, chosen for this demonstration, employs a wet chemical analysis and partial
digestion of approximately 1 to 2 grams of sample (approximately 0.25 cubic centimefidefmending
on sample bulk density). The digestion process extracts the most acid-soluble portion of the sample. Since
the digestion is not complete, the less acid-soluble components are not digested and are not included in the
analysis. These components may include the coarser-grained quartz, feldspar, lithic components, and
certain metal complexes. In contrast, FPXRF analyzers generally produce X-ray excitation in an area of
approximately 3 cfto a depth of approximately 2.5 centimeters (cm). This equates to a sample volume
of approximately 7.5 ctn X-rays returning to the detector are derived fronmaltrix material including
the larger-grained quartz, feldspar, lithic minerals, metal complexes, and organics. Because the FPXRF
method analyzes all material, it represents a total analysis in contrast to the reference methods, which may
represent a select or partial analysis. This difference can result in FPXRF concentrations that are higher
than corresponding reference data when metals are contained within nonacid soluble complexes or
constituents. It is important to note that if metals are contained in nonacid soluble complexes, a difference
between the FPXRF analyzers and the reference methods is not necessarily due to error in the FPXRF
method but rather to the inherent differences in the nature of the analytical methods.

The comparison of FPXRF data and the reference data employs linear regression as the primary
statistical tool. Linear regression analysis intrinsically contains assumptions and conditions that must be
valid for each data set. The most important assumptions are: (1) the linearity of the relationship, (2) the
confidence interval and constant error variance, and (3) an insignificant measurement error for the
independent variable (reference data).
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The first assumption requires that the independent variable (reference data) and the dependent variable
(FPXRF data) are linearly related and are not related by some curvilinear or more complex relationship.
This linearity condition applies to either the raw data or mathematical transformations of the raw data.
Figure 2-2 illustrates that FPXRF data and reference data are, in fact, related linearly and that this
assumption is correct.
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Figure 2-2. Lin ear and Log-log Data Plots: These graphs illustrate the linear relationship between
the FPXRF data and the reference data. The linear data plots illustrate the concentration
dependence of this relationship with increased scatter at higher concentrations. The log-log plots
eliminate this concentration dependence effect. Scatter is relatively constant over the entire plot.

The second assumption requires that the error be normally distributed, the sum to equal zero, be
independent, and exhibit a constant error variance for the data set. Figure 2-2 illustrates that for raw data,
this assumption is not correct (at higher concentrations the scatter around the regression line increases), but
that for the logarithmic transformation (shown as a log-log plot) of the data, this assumption is valid (the
scatter around the regression line is relatively uniform over the entire concentration range). The change in
error distribution (scatter) evident in the untransformed data results in the disproportionate influence of
large data values compared with small data values on the regression analysis.

The use of least squares linear regression has certain limitations. Least squares regression provides a
linear equation, which minimizes the squares of the differences between the dependent variable and the
regression line. For data sets produced in this demonstration, the variance was proportional to the
magnitude of the measurements. That is, a measurement of 100 paritbgpefpmm) may exhibit a 10
percent variance of 10 ppm, while a 1,000 ppm measurement exhibits a 10 percent variance of 100 ppm.
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For data sets with a large range in values, the largest measurements in a data set exert disproportionate
influence on the regression analysis because the least squares regression must account for the variance
associated with the higher valued measurements. This can result in an equation that has minimized error
for high values, but almost neglects error for low values because their influence in minimizing dependent
variable error is small or negligible. In some cases, the resulting equations, biased by high-value data, may
lead to inappropriate conclusions concerning data quality. The range of the data examined for the
analyzers spanned between 1 and 5 orders of magnitude (e.g., 10 - 100,000 ppm) for the target analytes.
This wide range in values and the associated wide range in variance (influenced by concentration) created
the potential for this problem to occur in the demonstration data set. To provide a correlation that was
equally influenced by both high and low values, logarithms {lag the dependent and independent

variables were used, thus, scaling the concentration measurements and providing equal weight in the least
squares regression analysis to both small and large values (Figure 2-2). All statistical evaluations were
carried out on log transformed data.

The third assumption, requiring an insignificant measurement error in the reference data, was not true
for all analytes. The consequences of measurement error varied depending on whether the error is caused
by the reference methods or the FPXRF method. If the error is random or if the error for the reference
methods is small compared to the total regression error, then conventional regression analysis can be
performed and the error becomes a part of the random error term of the regression model. This error
(based on the Iggtransformed data) is shown in the regression summary tables in Section 4 as the
“standard error.” In this case, deviations from perfect comparability can be tied to an analyzer’'s
performance. If the error for the reference methods is large compared to the total error for the correlation of
the FPXRF and the reference data, then deviations from perfect comparability might be due in part to
measurement error in the reference methods.

It is a reasonable assumption that any measurement errors in either the reference or FPXRF methods
are independent of each other. This assumption applies to either the raw data gy tilaaédgrmed data.
Given this assumption, the total regression error is approximately the sum of the measurement error
associated with the reference methods and the measurement error associated with the FPXRF method. The
reference methods’ precision is a measure of independent variable error, and the mean square error
expressed in the regression analysis is a relative measure of the total regression error that was determined
during the regression analysis. Precision data for the reference methods, obtained from RPD analyses on
the duplicate samples from each site, for each analyte, indicated the error for the reference methods was
less than 10 percent of the total regression error for the target analytes. Subsequently, 90 percent of the
total measurement error can be attributed to measurement error associated with the analyzers. Based on
this interpretation, the reference data does allow unambiguous resolution of data quality.

The comparison of reference data to the FPXRF data is referred to as an intermethod comparison. All
reference and QA/QC data were generated using an EPA-approved definitive level analytical method. If
the data obtained by an analyzer were statistically similar to the reference methods, the analyzer was
considered capable of producing definitive level data. As the statistical significance of the comparability
decreased, an analyzer was considered to produce data of a correspondingly lower quality. Table 2-2
defines the criteria that determined the analyzer’s level of data quality (EPA 1993).

Data from this demonstration were used to place analyzer data into one of three data quality levels as
follows: (1) definitive, (2) quantitative screening, and (3) qualitative screening. The first two data quality
levels are defined in EPA guidance (1993). The qualitative screening level criteria were defined in the
demonstration plan (PRC 1995) to further differentiate the screening level data as defined by the EPA.
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Table 2-2. Criteria for Characteriz ing Data Quality

Data Quality Level Statistical Parameter  #°

Definitive Level r’ = 0.85to 1.0. The precision (RSD) must be less than or equal to 10
percent and the inferential statistics indicate that the two data sets are
statistically identical.

Quantitative Screening r’=0.70 to 1.0. The precision (RSD) must be less than 20 percent,

Level and the inferential statistics indicate the data sets are statistically
different.

Qualitative Screening r> = less than 0.70. The precision (RSD) is greater than 20 percent.

The data must have less than a 10 percent false negative rate.

Notes: * The statistical tests and parameters are discussed later in the “Intermethod Comparison”
subsection in Section 4.

b . . -
The regression parameters apply to either raw or log,, transformed data sets. The precision
criteria apply to only the raw data.

r> Coefficient of determination.
RSD Relative standard deviation.

2

Definitive level data are considered the highest level of quality. These data are usually generated by
using rigorous, well-defined, analytical methods, such as approved EPA or ASTM methods. The data is
analyte-specific with full confirmation of analyte identity and concentration. In addition, either analytical
or total measurement error must be determined. Definitive level data may be generated in the field, as long
as the QA/QC requirements are satisfied.

Quantitative screening data provide unconfirmed analyte identification and quantification, although the
guantification may be relatively imprecise. It is commonly recommended that at least 10 percent of the
screening data be confirmed using analytical methods and QA/QC procedures and criteria associated with
definitive data. The quality of unconfirmed screening data cannot be determined.

Qualitative screening level data indicates the presence or absence of contaminants in a sample matrix,
but does not provide reliable concentration estimates. The data may be compound-specific or specific to
classes of contaminants. Generally, confirmatory sampling is not required if an analyzer’s operation is
verified with one or more check samples.

At the time of this demonstration, approved EPA methods for FPXRF did not exist. As part of this
project, PRC prepared draft Meth6200 “Field Portable X-Ray Fluorescence Spectrometry for the
Determination of Elemental Concentrations in Soil and Sediment.” The draft method has been submitted
for inclusion in Update 4 of SW-846 scheduled for approval in FY-97. For purposes of this demonstration,
the absence of a current EPA-approved final method did not preclude the analyzers’ data from being
considered definitive. The main criterion for data quality level determination was based on the
comparability of each analyzer’s data to the data produced by the reference methods, as well as analyzer-
specific criteria such as precision.

The comparability data set for each of these analyzers consist@b0fratched pairs of FPXRF and
reference method data. This data set was analyzed as a whole and then subdivided and analyzed with
respect to each of the variables listed in Table 2-1. This nesting of variables allowed the independent
assessment of the influence of each variable on comparability.
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To obtain an adequate data set to evaluate the performance of these analyzers, a total of 315 soll
samples was analyzed by the reference method. These samples were also analyzed by the FPXRF
analyzers for each of the four sample preparation steps. This produced 1,260 data values for each
analyzer. Seventy of the 315 samples submitted to the reference laboratory were split and submitted as
field duplicates to assess the sample homogenization process. Thirty-three of the 315 samples were also
split and microwave-dried, then submitted for reference method analysis to assess the effect of microwave
drying. Of the 315 samples submitted for referencéoneanalysis215 were collected from the
ASARCO site and 100 were collected from the RV Hopkins site. Approximately twice as many samples
were collected at the ASARCO site because two of the target soil textures (sands and loams) were found
there. Only one target sail texture (clay) was found at the RV Hopkins site.

Evaluation of the influence of the site and soil variables was limited to the examination of the lead and
zinc data. These were the only primary analytes that exhibited a wide distribution of concentrations across
both sites and all soil textures. The effects of sample preparation variables were evaluated for all of the
reported target analytes. If the evaluation of the influence of a given variable did not result in a better
correlation, as exhibited by a higher coefficient of determinatfdmid smaller standard error of the
estimate (using lggtransformed data), then the influence was considered to be insignificant. However, if
the correlation worsened, the cause was examined and an explanation proposed. If the correlation
improved, resulting in an improveiand reduced standard error of the estimate, then the impact of the
variable was considered significant. For example, iftlaed standard error of the estimate for a given
target analyte improved when the data set was divided into the four sample preparation steps, the sample
preparation variable was determined to be significant. Once this was determined, the variables of site and
soil texture were evaluated for each of the four sample preparations steps. If the site or soil texture
variable improved the regression parameters for a given soil preparation, then that variable was also
considered significant.

After the significant variables were identified, the impact of analyte concentration was examined. This
was accomplished by dividing each variable’s Jdgnsformed data into three concentration ranges: O -
100 mg/kg; 100 - 1,000 mg/kg; and greater than 1,000 mg/kg. Then, linear regression analysis was
conducted on these data sets. If this did not result in imprévedlies and reduced standard errors of the
estimate, the relationship between the analyzer;g toansformed data and the Jgptransformed reference
data was considered linear over the entire range of concentrations encountered during the demonstration.
This would mean that there was no concentration effect.

Numerous statistical tests have been designed to evaluate the significance of differences between two
populations. In comparing the performance of the FPXRF analyzers against the reference methods, the
linear regression comparison and the paired t-test were considered the optimal statistical tests. The paired
t-test provides a classic test for comparing two populations, but is limited to analysis of the average or
mean difference between those populations. Linear regression analysis provides information not only about
how the two populations compare on average, but also about how they compare over ranges of values.
Therefore, this statistical analysis provides information about the structure of the relationship; that is,
whether the methods differ at high or low concentrations or both. It also indicates whether the FPXRF data
is biased or shifted relative to the reference data.

Linear regression provides an equation that represents a line (Equation 2-1). Five linear regression
parameters were considered when assessing the level of data quality produced by the FPXRF analyzers.
This assessment was made on theg lwgnsformed data sets. The five parameters were the y-intercept, the
slope of the regression line, standard error of the estimate, the correlation coefficient {r),latidear
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regression analysis, the r provides a measure of the degree or strength of the correlation between the
dependent variable (Iggtransformed FPXRF data), and the independent variablg ftagsformed

reference data). Thé provides a measure of the fraction of total variation which is accounted for by the
regression relation (Havlick and Crain 1988). That is, it is a measure of the scatter about a regression line
and, thus, is a measure of the strength of the linear association.

Y-mX+b (2-1)
where

b is the yintercept of the regression linen is the slope of the regression line
and Y and X are the lqg transformed dependent and independent varighlespectively

Values for r vary from a value of 1 to -1, with either extreme indicating a perfect positive or negative
correlation between the independent and dependent variables. A positive correlation coefficient indicates
that as the independent variable increases, the dependent variable also increases. A negative correlation
coefficient indicates an inverse relationship, as the independent variable increases the dependent variable
decreases. Artof 1.0 indicates that the linear equation explains all the variation between the FPXRF and
reference data. As th&departs from 1.0 and approaches zero, there is more unexplained variation, due to
such influences as lack of perfect association with the dependent variagledlogformed FPXRF data),
or the influence of other independent variables.

If the regression correlation exhibited &metween 0.85 and 1.0, the FPXRF data was considered to
have met the first requirement for definitive level data classification (Table 2-2). The second criteria,
precision RSD was then examined and required to be equal to or less than 10 percent RSD to return the
definitive data quality level. If both these criteria are satisfied, then certain inferential statistical parameters
are evaluated. For example, the regression line's y-intercept and slope may be examined. A slope of 1.0
and a y-intercept of 0.0 would mean that the results of the FPXRF analyzer matched those of the reference
laboratory (log, FPXRF=log, reference). Theoretically, the more the slope and y-intercept differ from the
values of 1.0 and 0.0, respectively, the less accurate the FPXRF analyzer. However, a slope or y-intercept
can differ slightly from these values without that difference being statistically significant. To determine
whether such differences were statistically significant, the Z test statistics for parallelism and for a common
intercept was used at the 95 percent confidence level for the comparison (Equations 2-2 and 2-3)
(Kleinbaum and Kupper 1978). If there is no significant difference between these values, then a final
assignment to the definitive data quality level is made. These criteria were used in turn to assign a data
quality level for each analyte.

Slope Test for Significant Differences (2-2)

m-1

VSE, + 0

Z =

where

m is the slope of the regression linSE is the standard error of the slope
and Z is the normal deviate test statistic
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Y-intercept Test for Significant Differences (2-3)
b-0

JSE - 0

7 =

where

b is the y-intercept of the regression lin&SE is the standard error of the slope
and Z is the normal deviate test statistic

The matched pairs t-test was also used to evaluate whether the two setsti@risfprmed data were
significantly different. The paired t-test compares data sets, which are composed of matched pairs of data.
The significance of the relationship between two matched-pairs sets of data can be determined by
comparing the calculated t-statistic with the critical t-value determined from a standard t-distribution table
at the desired level of significance and degrees of freedom. To meet definitive level data quality
requirements, both the slope and y-intercept had to be statistically the same as their ideal values, as defined
in the demonstration plan (PRC 1995), and the data had to be statistically similar as measured by the t-test.
Log,, transformed data meeting these criteria were considered statistically equivalent tg the log
transformed reference data.

If the ¥ was between 0.70 and 1, the precision (RSD) less than 20 percent, and the slope or intercept
were not statistically equivalent to their ideal values, the analyzer was considered to produce quantitative
screening level data quality (Table 2-2). In this case, the linear regression is usually sufficiently significant
so that bias could be identified and corrected. Therefore, quantitative screening data could be
mathematically corrected if 10 - 20 percent of the samples are sent to a reference laboratory. Reference
laboratory analysis results for a percentage of the samples would provide a basis for determining a
correction factor.

Data placed in the qualitative screening level category exhimtuies less than 0.70. These data
either were not statistically similar to the reference data based on inferential statistics or they had a
precision RSD of greater than 20 percent. An analyzer producing data at this level is considered capable of
detecting the presence or lack of contamination, above its detection limit, with at least a 90 percent
accuracy rate, but is not considered suitable for reporting of concentrations.

MDLs for the analyzers were determined in two ways. One approach followed standard SW-846
protocol. In this approach, standard deviations (SD) from precision measurements for samples exhibiting
contamination 5 to 10 times the estimated detection levels of the analyzers were multiplied by 3. The result
represents the lower MDL for the analyzers.

In a second approach, MDLs were determined by analysis of the low concentration outliers qg the log
transformed FPXRF and Iggransformed reference method data cross plots. These cross plots for all
analytes characteristically exhibited a region below the MDL where the linearity of the relationship
disintegrated. Above the MDL, the FPXRF concentrations increased linearly with increasing reference
method values. Effectively, the linear correlation between the two methods abruptly changes to no
correlation below the MDL. The value of the MDL was assigned by determining the concentration where
the linear relationship disinteg